We investigated a novel and ultracompact polymer-capped Fabry-Perot interferometer, which is based on a polymer capped on the endface of a single mode fiber (SMF). The proposed Fabry-Perot interferometer has advantages of easy fabrication, low cost, and high sensitivity. The variation of the Fabry-Perot cavity length can be easily controlled by using the motors of a normal arc fusion splicer. Moreover, the enhanced mechanical strength of the Fabry-Perot interferometer makes it suitable for high sensitivity pressure and temperature sensing in harsh environments. The proposed interferometer exhibits a wavelength shift of the interference fringes that corresponds to a temperature sensitivity of 249 pm/°C and a pressure sensitivity of 1130 pm/MPa, respectively, around the wavelength of 1560 nm. 
Introduction
Fiber optic Fabry-Perot interferometric sensors have been extensively investigated and used in various areas of biomedicine, automotive industries, and environmental monitoring due to the advantages of ultra-compact size, high sensitivity, excellent thermal stability, immunity to electromagnetic interference and convenience of light guiding/detection through optical fibers. It is well known that Fabry-Perot interferometric sensors can be used to detect physical and chemical parameters such as temperature [1] , strain [2] [3] [4] [5] [6] , pressure [7] [8] [9] [10] , refractive index [11] [12] and pH [13] . However, the aforementioned sensors are usually confined to single parameter measurement owing to limits of the structure or material. It is noteworthy that more and more studies have focused on the design of dual-parameter sensors, and the principle of which is often based on the sensing head having different sensitivities to each of two physical parameter, such as temperature-refractive index [14] [15] [16] [17] , temperature-force [18] [19] [20] [21] and temperature-pressure [22] [23] [24] [25] . Among these, simultaneous measurement of pressure and temperature is a crucial application of optical dual-parameter sensors. Unfortunately, a costly laser system and reactive-ion-etching technology [23] or complex fabrication technique [24] is essential among them, which increases the cost and complexity of the fabrication process.
In this letter, we proposed and experimentally demonstrated an easy method to fabricate a miniature Fabry-Perot interferometer (FPI) based on a polymer cap created on the end face of a standard single mode fiber (SMF), which could be used to measure simultaneously surrounding temperature and gas pressure. Such an end-capped FPI sensor exhibits a high pressure sensitivity of ~1130 pm/MPa around the wavelength of 1560 nm, which is three times larger than the formerly reported result8. The FPI sensor also has a high temperature sensitivity based on wavelength shift. Moreover, the proposed device exhibits the advantage of novelty, simplicity, low cost and high sensitivity. Figure 1 illustrates the fabrication process of our FPI sensors, which involves four steps. First of all, as shown in Fig. 1(a) , the cleaved end of a standard SMF, i.e. SMF1,was immersed into a ultraviolet (UV) curable liquid (NOA65) and then clamped by use of a commercial fusion splicer (Fujikura-60S). It can be found from Fig. 1 (a) that some liquid was adhered on the fiber end face and side surface. Secondly, as shown in Figs. 1(b), another cleaved standard SMF, i.e. SMF2, was clamped by the left holder of the splicer. Thirdly, SMF1 was moved toward SMF2 via the motor of the splicer until the liquid adhered on the end face of SMF1 was attached to the endface of SMF2. As a result, some liquid adhered on the endface of SMF2, but no liquid was adhered on the side surface of SMF2. Fourthly, SMF2 was moved away SMF1 and then the liquid adhered on the end face of SMF2 was cured by use of a UV light with an intensity of approximately 270 mW/cm2 for 30 min at room temperature. The liquid, i.e. NOA65, with a refractive index of about 1.51526 was gradually transformed into a solid polymer with a refractive index of 1.524 in the UV-curing process [26, 27] . Consequently, a solid polymer cap with a smooth surface was created on the end face of SMF2, as shown in Fig. 1(d) and Fig. 2 . Furthermore, the thickness, L, of the polymer cap can be increased by means of repeating the fabrication process above. So we created five polymer cap samples with a thickness of 12.7, 15.8, 23.6, 31.5, and 35.1 µm, respectively. As shown in Fig. 2 , such a polymer cap has two interfaces: interface-I between the fiber end and the polymer cap and surface-II between the polymer cap and the surrounding medium. And the reflected lights at the interface-I and interface-II could be collected and guided back to the SMF [28] . Thus the polymer cap could be served as a FPI with a cavity length of L, as shown in Fig. 2 . A supercontinuum light source (Superk Compact, NKT Photonics) and an optical spectrum analyzer (OSA) (AQ6370C, Yokogawa) were connected to another end of SMF2 via a 3 dB coupler in order to measure the reflection spectrum of the polymer cap. As shown in Fig. 3(a) , clear interference fringes were observed in the refection spectra of the polymer-capped FPIs, and total loss in the refection spectrum increases gradually with the increased cavity length, which is contributed to the curvature of the cap. It can be noticed that the radius of curvature of the cap is different for each case, i.e., the cap with the largest L has a smaller radius of curvature, while the thinnest cap has the largest radius of curvature. Moreover, a possibility to explain the losses contribution from the inner low-reflectance surfaces between the layers has been existed. As shown in Fig. 3(b) , the free spectral range (FSR) in the reflection spectrum decreases with the increased cavity length. The measured cavity lengths of the five polymer cap samples were 12.7, 15.8, 23.6, 31.5, and 35.1 µm, respectively. Thus, the corresponding FSRs were measured to be ~ 63. We measured the response of the polymer-capped FPI to the gas pressure by use of the experimental setup consisting of an OSA, a light source and a gas chamber, as shown in Fig.  4 . The gas chamber was incorporated with a commercial gas generator and a high-precision pressure meter (ConST-811) which can be used to measure the gas pressure in the chamber. The polymer-capped FPI with a cavity length of 35.1 µm, as shown in Fig. 3(a) , was placed into the gas chamber. And then its pigtail fiber and the feed throat of the gas chamber were sealed by strong glue. The reflection spectrum of the polymer-capped FPI was monitored by the OSA while the gas pressure was increased from 0.1 to 2.5 MPa with an increment of 0.4 MPa. Two resonant dips, i.e. DipA and DipB, at a shorter and longer wavelength of 1310 and 1560 nm, respectively, were recorded at different gas pressure. As shown in Fig. 5 , both resonant wavelengths of the two interference fringes shifted linearly toward a longer wavelength, i.e. so-called 'red' shift, with the increased gas pressure. But the interference fringe at the shorter wavelength exhibited a lower pressure sensitivity ( It should be noted that the pressure response of the polymer cap sample could contribute to the elastic-optic effect and the variation in the length of the cavity, but the form plays a dominant role. As a result, the resonant wavelength of the interference fringes shifted toward to a longer wavelength as the applied gas pressure increased from 0.1 to 2.5 MPa. Furthermore, the temperature response of the polymer-capped FPI was investigated by placing the device in an electrical oven and gradually increasing the temperature from 40 to 90 °C with an increment of 10 °C. Resonant wavelengths of the two resonant dips, i.e. DipA and DipB, were recorded at different temperature. As shown in Fig. 6 , both resonant wavelengths of the two interference fringes shifted linearly toward a longer wavelength with the raised temperature. But the interference fringe at the shorter wavelength exhibited a lower temperature sensitivity ( 
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) of 249 pm/°C, which is almost four times higher than that (e.g. about 60 pm/°C) of the conventional long period fiber gratings written in the optical glass fibers [29, 30] . So our polymer-capped FPI could be developed a promising temperature sensor. The temperature response of the polymer cap sample could contribute to the thermal expansion effect and the thermo-optic effect of the polymer employed. For a FPI with a cavity length, i.e. L, the dip wavelength 
where cavity n is the refractive index in the cavity. The temperature sensitivity of the FPI can be given from Eq. (1),
